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AUG - 2 2011
510(k) Summary

Manufacturer: Integra Spine

1153 Medina Road

Medina, OH 44256

Device Trade Name: Vu cvPOD Intervertebral Body Fusion Device

Contact: Dale Davison

Vice President, Engineering

Integra Spine

1153 Medina Road

Medina, OH 44256

Office: 330.239.7700

Fax: 330.773.7697

Classification: §888.3080

Class: 11

Product Code: ODP

Indications For Use:

The Vu c-POD Intervertebral Body Fusion Device is indicated for anterior cervical
interbody fusion procedures in skeletally mature patients with cervical degenerative disc
disease (DDD) at one level from C2-C3 to C7-TI. Cervical degenerative disc disease is
defined as neck pain of discogenic origin with degeneration of the disc confirmed by
history of radiographic studies. The Vu cvPOD implants are to be used with autogenous
bone graft and implanted via an open, anterior approach. The cervical device is to be used
in patients who have had six weeks of non-operative treatment. The Vu c-POD

Intervertebral Body Fusion Device is intended for use with supplemental internal fixation
systems, such as the Theken Spine Manta Ray or the Theken Spine Tether systems.
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Device Description:
The Vu c-POD Intervertebral Bd6dy Fusion Device consists of cervical spinal interbody
fusion devices as well as instrumentation designed specifically for the implantation of
these devices. The Vu c-POD Intervertebral Body Fusion Device is manufactured from
PEEK OPTIMA LTI polymer. The Vu cvPOD Intervertebral Body Fusion Device is for
single level anterior spinal use from the C2-C3 to C7-TI disc levels.

Predicate Device(s):

The Vu c-POD Intervertebral Body Fusion Device was shown to be substantially

equivalent to the previously cleared Vu c-POD Intervertebral Body Fusion Device,
K101363, SE 12/16/2010 and has the same indications for use, design, and function.

Performance Standards:
Preclinical testing has been performed per ASTM F2077 and ASTMV F2267 indicating
that the Vu c-POD Intervertebral Body Fusion Device is substantially equivalent to the
predicate device.
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DEPARTMENT OF HEALTH & HUMAN SERVICES Puiblic I eilth Ser vice

Food and Irg A d 'i i station
10903 New I-aitrn pshirc A ven te
Documnen Conrol Room -\\'066-0609
Silver Spring. NlO 20993-0002

Integra Spine
% Mr. Dale Davison
Vice President. Engineering
1153 Medina Road 220
Medina, Ohio 44256

Re: K1 11675
Trade/Device Name: Iheken Spine Vu c-POD Intervertebral Body Fusion Device
Regulation Number: 21 CF-R 888.3080
Regulation Name: Intervertebral body fusion device
Regulatory Class: Class It
Product Code: ODPI
Dated: July 18, 2011
Received: July 19, 2011

Dear Mr. Davison:

We have reviewed your1 Section 5 10(k) premarket notification of intent to market the device
referenced above and have determined the device is substantially equivalent (for the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the Federal Food, Drug,
and Cosmetic Act (Act) that do not require approval of a prernnrket approval application (PMA):
You may, therefore, market the device, subject to the general controls provisions of the Act. The
general controls provisions of the Act include requirements for annual registration, listing of
devices, good manlu factuLIri ng. practice, labeling, and prohibitions againlst misbranding and
adulteration. Please note: CDRH does not evaluate information related to contract liability
warranties. We remind You; however, that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class 11 (Special Controls) or class Ill (PN4A), it
may be subject to additional controls. Existing major regulations affecting your device canl be
Found in the Code of Federal Regulations, Title 2 1, Parts 800 to 898. In addition, FDA may
publish further announcements concerning your device in the Federal Register.

Please be advised that FDA's issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies wvith other requirements of the Act
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or any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act's requirements, including, but not limited to: registration and listing (2]
JFR Part 807); labeling (21 CER Part 801);- medical device reporting (reporting of medical
device-related adverse events) (21 CER 803); good manufacturing practice requirements as set
forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic
product radiation control provisions (Sections 531-542 of the Act); 21 CER 1000- 1050.

If you desire specific advice for your device on our labeling regulation (2 1 CER Part 80!1), please
go to http)://www. f'da.glov/AboutFDA/CenitersOffices/CD1-/CDR-10ffices/uicin II 5809.kmn for
the Center for Devices and Radiological H-ealth's (CDRH's) Office of Compliance. Also, please
note the regulation entitled, "Misbranding by reference to premarket notification' (2ICFRZ Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21
CFR Part 803)), please go to
litt):/!xvv.fda.o/MedicalDevices/Safetv/RepoitaProblein/defauilthltiii for the CDRI-l s Office
of Surveillance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division df Small Manufacturers, International and Consumer Assistance at its toll-free number
(800) 63 8-2041 or (301) 796-7100 or at its Internet address
lhttp://wvwA.fda. uov/MedicalDevices/ResourcesforYoullndusti-y/defatult.htm.

Sincerely yours,

Mark N. Melkerson
Director
Division of Surgical, Orthopedic
And Restorative Devices

Office of Device Evaluation
Center for Devices and

Radiological Health

Enclosure
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510(k) Number (if known): vi'lt79

Device Name: Theken Spine Vu c'POD Intervertebral Body Fusion Device

The Vu c-POD Intervertebral Body Fusion Device is indicated for anterior cervical
interbody fusion procedures in skeletally mature patients with cervical degenerative disc
disease (DDD) at one level from C2-C3 to C7-TI. Cervical degenerative disc disease is
defined as neck pain of discogenic origin with degeneration of the disc confirmed by
history of radiographic studies. The Vu c-POD implants are to be used with autogenous
bone graft and implanted via an open, anterior approach. The cervical device is to be
used in patients who have had six weeks of non-operative treatment. The Vu cvPOD
Intervertebral Body Fusion Device is intended for use with supplemental internal fixation
systems, such as the Theken Spine Manta Ray or the Theken Spine Tether systems.

Prescription Use AN/O Over-The-Counter Use ___

(Pant 29 CER 8017Subpart D) AN/R(29 CER 801 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE
OF NEEDED)

Concurrence of CDRH, Office of Device Evaluation (ODE)

dRestorative Devices

510(k)Number- kii0675
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